Nauru Barometer calibration (Reset 14 7 November 2001)

Time Smet logger Smet spare PA11A Cal Barometer PA11A BBSS Barometer
(aneriod 1)  (aneroid 2) (aneroid 3) (aneriod 1) (aneriod 2) (aneriod 3)
1505 1005.50 1003.48 1005.43 1005.57 1005.64 1005.25 1005.50 1005.37
1510 1005.49 1003.46 1005.46 1005.61 1005.67 1005.31 1005.53 1005.40
1515 1005.44 1003.46 1005.41 1005.56 1005.63 1005.28 1005.48 1005.36
1520 1005.40 1003.40 1005.36 1005.52 1005.59 1005.23 1005.47 1005.33
1525 1005.34 1003.36 1005.32 1005.47 1005.56 1005.21 1005.40 1005.26
Raw data 1005.43 1003.43 1005.40 1005.55 1005.62 1005.26 1005.48 1005.34

Averaged  1005.43 1003.43 1005.52 1005.36



	Sheet1

